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NATIONAL FOREWORD 

This Indian Standard which is identical with ISO 17556 : 2003 'Plastics — Determination of the ultimate 
aerobic biodegradability in soil by measuring the oxygen demand in a respirometer or the amount of carbon 
dioxide evolved' issued by the International Organization for Standardization (ISO) was adopted by the 
Bureau of Indian Standards on the recommendation of the Plastics Sectional Committee and approval of the 
Petroleum, Coal and Related Products Division Council. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention is 
particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice is to 
use a point (.) as the decimal marker. 

The technical committee responsible for the preparation of this standard has reviewed the provisions of the 
following International Standards and has decided that they are acceptable for use in conjunction with this 
standard: 

International Standard Title 

IS0 10381-6 : 1993 Soil quality — Sampling — Part 6: Guidance on the collection, handling and 

storage of soil for the assessment of aerobic microbial processes in the 
laboratory 

IS0 1 0390 : 2005 Soils quality — Determination of pH 

IS0 10634 : 1 995 Water quality — Guidance for the preparation and treatment of poorly water- 

soluble organic compounds for the subsequent evaluation of their biodegradability 
in an aqueous medium 

IS0 1 0694 : 1 995 Soil quality — Determination of organic and total carbon after dry combustion 

(elementary analysis) 

ISO 1 1 274 : 1 998 Soil quality — Determination of the water-retention characteristics — Laboratory 

methods 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done accordance with IS 2 : 1 960 'Rules for rounding 
off numerical values (rev/sec/)'. 
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Indian Standard 

PLASTICS — DETERMINATION OF THE ULTIMATE 

AEROBIC BIODEGRADABILITY IN SOIL BY 

MEASURING THE OXYGEN DEMAND IN A 

RESPIROMETER OR THE AMOUNT OF CARBON 

DIOXIDE EVOLVED 

WARNING — Appropriate precautions should be taken when handling soil because it may contain 
potentially pathogenic organisms. Toxic test compounds and those whose properties are unknown 
should t>e handled with care. 



1 Scope 

This International Standard specifies a method for determining the ultimate aerobic biodegradability of plastic 
materials in soil by measuring the oxygen demand in a closed respirometer or the amount of carbon dioxide 
evolved. The method is designed to yield an optimum degree of biodegradation by adjusting the humidity of the 
test soil. 

If a non-adapted soil is used as an inoculum, the test simulates the biodegradation processes which take place 
in a natural soil environment; if a pre-exposed soil is used, the method can be used to investigate the potential 
biodegradability of a test material. 

This method applies to the following materials: 

— Natural and/or synthetic polymers, copolymers or mixtures of these. 

— Plastic materials which contain additives such as plasticizers or colorants. 

— Water-soluble polymers. 

— Materials which, under the test conditions, do not Inhibit the activity of the microorganisms present in the 
soil. Inhibitory effects can be measured using an inhibition control or by another suitable method (see e.g. 
ISO 8192). If the test material inhibits the microorganisms in the soil, a lower test material concentration, 
another type of soil or a pre-exposed soil can be used. 

2 Normative references 

The following referenced documents are indispensable for the application of this document. For dated 
references, only the edition cited applies. For undated references, the latest edition of the referenced document 
(including any amendments) applies. 

ISO 1 0381 -6, Soil quality — Sampling — Part 6: Guidance on the collection, handling and storage of soil for the 
assessment of aerobic microbial processes in the laboratory 

ISO 10390, Soil quality — Determination ofpH 

ISO 10634, Water quality — Guidance for the preparation and treatment of poorly water-soluble organic 
compounds for the subsequent evaluation of their biodegradability in an aqueous medium 

ISO 1 0694, Soil quality — Determination of organic and total carbon after dry comtmstion (elementary analysis) 

ISO 1 1 274, Soil quality — Determination of the water-retention characteristic — Laboratory methods 
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3 Terms and definitions 

For the purposes of this document, the following terms and definitions apply. 

3.1 

ultimate aerobic biodegradation 

breakdown of an organic compound by microorganisms in the presence of oxygen into carbon dioxide, water 
and mineral salts of any other elements present (mineralization) plus new biomass 

3.2 

biochemical oxygen demand 

BOD 

mass concentration of dissolved oxygen consumed under specified conditions by the aerobic biological 
oxidation of a chemical compound or organic matter in water, expressed as milligrams of oxygen uptake per 
milligram or gram of test compound 

3.3 

dissolved organic carbon 

DOC 

that part of the organic carbon in water which cannot be removed by specified phase separation, for example by 
centrifugation at 40 000 ms~^ for 15 min or by membrane filtration using membranes with pores of 0,2 p,m to 
0,45 \im diameter 

3.4 

theoretical oxygen demand 

ThOD 

maximum theoretical amount of oxygen required to oxidize a chemical compound completely, calculated from 
the molecular formula; expressed as milligrams of oxygen uptake per milligram or gram of test compound 

3.5 

theoretical amount of cartx>n dioxide evolved 

ThC02 

maximum theoretical amount of carbon dioxide evolved after completely oxidizing a chemical compound, 
calculated from the molecular formula; expressed as milligrams of carbon dioxide evolved per milligram or gram 
of test compound 

3.6 
lag[4iase 

time, measured in days, from the start of a test until adaptation and/or selection of the degrading 
microorganisms is achieved and the degree of biodegradation of a chemical compound or organic matter has 
increased to about 10 % of the maximum level of biodegradation 

3.7 

biodegradation phase 

time, measured in days, from the end of the lag phase of a test until about 90 % of the maximum level of 
tHOdegradatJon has been reached 

3.8 

maximum level of biodegradation 

degree of biodegradation, measured in per cent, of a chemical compound or organic matter in a test, above 
which no further biodegradation takes place during the test 

3.9 

plateau phase 

time, measured in days, from the ecxl of the biodegradation phase until the end of tfie test 
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3.10 
pre-conditioning 

pre-incubation of soil under the conditions of tfie subsequent test in the absence of the chemical compound or 
organic matter under test, with the aim of improving the performance of the test by acclimatization of the 
microorganisms to the test conditions 

3.11 
pre-exposure 

pre-incubation of soil in the presence of the chemical compound or organic matter under test, with the aim of 
enhancing the ability of the soil to biodegrade the test material by adaptation and/or selection of the 
microorganisms 

3.12 

water content 

mass of water which evaporates from the soil when the soil is dried to constant mass at 105 °C. divided by the 
dry mass of the soil (i.e. the ratio between the mass of the water and that of the soil particles in a soil sample) 

3.13 

water-holding capacity 

mass of water which evaporates from soil saturated with water when the soil is dried to constant mass at 
105 °C, divided by the dry mass of the soil 

4 Principle 

This method is designed to yield the optimum rate of biodegradation of a plastic material in a test soil by 
controlling the humidity of the soil, and to determine the ultimate biodegradability of the material. 

The plastic material, which is the sole source of cartran and energy, is mixed with the soil. The mixture is 
allowed to stand in a flask over a period of time during which the amount of oxygen consumed (BOD) or the 
amount of cartjon dioxide evolved is determined. The BOD is determined, for example, by measuring the 
amount of oxygen required to maintain a constant gas volume in a respirometer flask, or by measuring either 
automatically or manually the change in volume or pressure (or a combination of the two). An example of a 
suitable respirometer is shown in Annex A. The amount of carbon dioxide evolved is measured at intervals 
dependent on the biodegradation kinetics of the test substance by passing cartxin-dioxide-f ree air over the soil 
and then determining the cartjon dioxide content of the air by a suitable method. Examples of suitable methods 
are given in Annexes B and C. 

The level of biodegradation, expressed in per cent, is determined by comparing the BOD with the theoretical 
oxygen demand (ThOD) or by comparing the amount of cartxjn dioxide evolved with the theoretical amount 
(ThC02). Th6 influence of possible nitrification processes on the BOD has to be considered. The test is 
terminated when a constant level of biodegradation has been attained or, at the latest, after six months. 

Unlike ISO 11266, which is used for a variety of organic compounds, this International Standard is specially 
designed to determine the biodegradatiility of plastic materials. 

5 Test environment 

Incubation shall take place in the dark or in diffused light in an enclosure which is free from vapours toxic to 
microorganisms arnl is maintained at a temperature constant to within ± 1 °C, preferatity between 20 °C and 
25 °C, but other temperatures may be used for particular test environments. 

6 Materials 

6.1 Distilled water, containing less than 2 mg/l of DOC. 

6.2 Cartion dioxide absortier, preferably soda lime pellets. 
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7 Apparatus 

Ensure that all glassware Is thoroughly cleaned and, in particular, free from organic or toxic matter. 

7.1 Closed respirometer, including test flasks and all other necessary equipment, located in a constant- 
temperature enclosure or in a thermostatted apparatus (e.g. water-bath). For an example, see Annex A. 

NOTE Any respirometer capable of determining with sufficient accuracy the biochemical oxygen demand is suitable, 
preferably an apparatus which measures and automatically replaces the oxygen consumed so that no oxygen deficiency 
and no inhibition of the microbial activity occurs during the degradation process. 

7.2 Apparatus for determining the amount of carbon dioxide evolved. 

7.2.1 Test flasks: glass vessels (e.g. conical flasks or bottles), fitted with tubing impermeable to carbon 
dioxide to allow purging with gas, and located in a constant-temperature enclosure or in a thermostatted 
apparatus (e.g. water-bath). 

7.2.2 C02-free-air production system, capable of supplying C02-free air at a flow rate of several ml/min to 
each test flask, held constant to within ±10% (see example of system, including test vessels, in Annex B). 
Alternatively, the incubation apparatus shown in ASTM D 5988 may be used. 

7.2.3 Analytical instrument for determining carbon dioxide, consisting of any suitable apparatus with 
sufficient accuracy, e.g. a carbon dioxide or DIC analyser or apparatus for titrimetric determination after 
complete absorption in a basic solution (see examples in Annex C). 

7.3 Analytical balance. 

7.4 pH-meter. 

8 Procedure 

8.1 Preparation of test material 

The test material shall be of known mass and contain sufficient carbon to yield a BOD or a quantity of carbon 
dioxide that can be adequately measured by the analytical equipment used. Calculate the TOC from the 
chemical formula or determine it by a suitable analytical technique (e.g. elemental analysis or measurement in 
accordance with ISO 8245) and calculate the ThOD or ThC02 (see Annexes C and D). 

NOTE 1 Although elemental analysis is generally less precise for macromolecules than tor low-molecular-mass 
compounds, the precision Is usually acceptable for the purposes of calculating the ThOD or ThC02. 

The amount of test material shall be sufficient to outweigh any variations in the background oxygen 
consumption or any carbon dioxide evolved from the test soil: 1CX3 mg *o 300 mg of test materia! to 100 g to 
300 g of soil is usually adequate. The maximum amount of test materia! is limited by the oxygen supply to the 
test system. The use of 200 mg of test material with 200 g of soil is recommended unless the soil contains an 
excessively large amount of organic matter. 

NOTE 2 Pre-aeration of the test material or the addition of inert material is recommended, as and when necessary, to 
reduce the influence on respiration of the soil in blank flasks. 

The test material should preferably be used in powder form, but it may also be Introduced in the form of films, 
fragments or shaped articles. 

Experiments have shown that the ultimate degree of biodegradation is almost independent of the form and 
shape of the test material. The speed of biodegradation, however, does depend on the form and shape of the 
material. Test materials of similar form and shape should therefore be used if different kinds of plastic material 
are to be compared in tests of the same length. If the test material is in the form of a powder, small particles of 
known size distribution should be used. A partide-size distribution with its maximum at 250 \im diameter is 
recommended. If the test material is not in powder form, the size of the pieces of material should not be greater 
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than 5 mm x 5 mm. Also, the size of the test equipment used may depend on the form of the t^t material. It 
should be ascertained that no substantial mechanical aberations occur due to the design of the equipment. 
Normally, processing of the test material will not significantly influence the degradation behaviour of the material 
(e.g. the use of powder in the case of composites). 

Optionally, determine the hydrogen, oxygen, nitrogen, phosphorus and sulfur contents, as well as the molecular 
mass of the test material using, for example, size exclusion chromatography. Preferably plastic materials without 
additives such as plasticizers should be tested. When the material does contain such additives, information on 
their biodegradability will be needed to assess the biodegradability of the polymeric material itself. 

For details on how to handle poorly water-soluble compounds, see ISO 10634. 

8.2 Preparation of reference material 

Use as reference materia! a well-defined biodegradable polymer (for example, microcrystalline cellulose 
powder, ashless cellulose filters or poly-/3-hydroxybutyrate) with a biodegradability similar to tfiat of the test 
material. If possible, the form and size of the reference material should be comparable to that of the test 
material. 

As a negative control, a non-biodegradaWe polymer (e.g. polyethylene) in the same form as the test material 
can be used. 

6.3 Preparation of the test soit 

8.3.1 Collection and sieving of soil 

Use natural soil collected from the surfece layer of fields and/or forests, or a soil which has been pre-exposed to 
the test material. Sieve the soil to give particles of less than 2 mm in size and remove obvious plant material, 
stones and other inert materials. 

NOTE 1 It Is imporiant to remove organic solids, such as straw, as far as practicable because they can decompose during 
the test. 

NOTE 2 The soil may be pre-conditioned but normally pre-exposed soil should not be used, especially wtien 
biodegradatlon behaviour in natural environments is being simulated. Depending on the purpose of the test, however, pre- 
exposed soil may be used, provided that this is clearly stated in the test report (e.g. per cent biodegradatlon = x %, using 
pre-exposed soil) and the method of pre-exposure detailed in the test report. Pre-exposed soil can be obtained from suitatiie 
laboratory biodegradatlon tests conducted under a variety of conditions or from samples collected from locations wfwre 
relevant environmental conditions exist (e.g. contaminated areas or industrial treatment plants) 

Record the sampling site, its location, the presence of plants or previous crops, the sampling date, the sampling 
depth and, if possible, the history such as details of fertilizer and pesticide application. 

8.3.2 ll/feasurement of soil characteristics 

Knowledge of the soil characteristics is essential for full interpretation of the results of the study. It is therefore 
recommended that at least the following tests be performed on the soil selected: 

a) total water-holding capacity, in accordance with ISO 1 1274; 

b) pH of the soil, in accordance with ISO 1 0390; 

c) organic-matter content, in accordance with ISO 10694. 

8.3.3 Adjustment of the water content and the pH of the soil 

Adjust the water content of tfie soil to a suitattle value for the test material by acfcjing an appropriate anrxjunt of 
water to the soil, or by drying the soil in the air in a shaded place followed t>y addition of an appropriate amount 
of water. Adjust the pH of the soil to between 6,0 and 8,0 if it Is not already within this range. 
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NOTE 1 The optimum water c»ntent of the test soil is dependent on the test material. It is usually between 40 % and 60 % 
of the total water-holding capacity. 

NOTE 2 It is recommended that the ratio of organic carbon in the test or reference material to nitrogen in the soil (C:N ratio) 
be adjusted to at least 40: 1 , if it is not already at this level, so as to ensure good biodegradation. This may be done by adding 
nitrogen as, for example, an aqueous solution of ammonium chloride. 

8.3.4 Handling and storage of the soil 

Store tfie soil in a sealed container at 4 °C ± 2 °C until It Is used in the lest. Do not handle the soil in any way 
that could inhibit the activity of the microorganisms in It. 

It is important that ISO 10381-6 is followed to ensure that the microbial activity of the soil is not affected by 
sztmpling. 



8.4 Start-up and execution of the test 

Prepare a sufficient number of flasks so that the test includes at least the following: 

a) two test flasks for the test material (symbol Ft); 

b) two flasks for the blank (symbol Fb); 

c) two flasks for checking the soil activity using a reference material (symbol Fc); 

arKi, if required: 

d) one flask for checking for possible abiotic degradation or non-biological changes in the test material (symbol 
Fs); 

e) one flask for checking for any possible inhibiting effect of the test material (symbol Ft). 

Place between 100 g and 300 g of soil (see 8.3) at the tx>ttom of each flask to a depth of not more than 3 cm 
and add test material (see 8.1) or reference material (see 8.2), as indicated in Table 1, to the soil. Record the 
mass of each flask containing test mixture. 

TatHe 1 — Final distribution of test and reference materials 



Flask 


Test material 


Reference material 


Testsoil 


Ft 


Test 


+ 


- 


-1- 


Fr 


Test 


+ 


- 


-1- 


Fb 


Blank 


- 


- 


+ 


Fb 


Blank 


- 


- 


+ 


Fc 


Soil activity check 


- 


-f 


+ 


Fc 


Soil activity check 


- 


-t- 


+ 


Fs 


Abiotk: degradatk>n check (optk>nal) 


-t- 


- 


- 


F, 


lnhibltk)n cfieck (optk>nal) 


+ 


-1- 


+ 



NOTE 1 It is important that the test material be homogeneously mixed with the soil, in the case of powder, and as widely 
spread as possit)le in the soil, in tf>e case of film, to improve the contact of the test material with tfie microorganisms in tfie 
soil Also, it is recommended that the surface of tfie test nwcture be pressed with a spatula to improve the contain between 
tfie test material arxl tfie micFoorganisms in tfie soil. 

NOTE 2 Three flasks each for the test material, blank and soil activity check may be used instead of two. 

Place the flasks in a constant-temperatu-e environment (see Clause 5) and altow all the flasks to reach the 
desired tempertrture. Make all necessary connections with the respirometer or COg-free-air production system 
and start the mcubaOion. 
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If measuring the oxygen consumption, tal<e the necessary readings on the manometers (If manual) or verify that 
the recorder of oxygen consumption is functioning properly (automatic respirometer) (see Annex A). 

If measuring the cartxjn dioxide evolved, measure, at regular intervals depending on the cartxin dioxide 
evolution rate, the amount of cartx)n dioxide evolved from each flask, using a suitat)le and sufficiently accurate 
method (see Annexes B and C). 

If the biodegradation rate is considered to have slowed down because the test soil has dried out during the test, 
stop the measurements and remove the flasks from the respirometer or COg-free-air production system. Weigh 
the flasks and add a suitable amount of water to the test soil to bring its water content back to its initial value. 
Reconnect the flasks to the system and restart measurement of the oxygen consumed or carbon dioxide 
evolved. These operations shall be conducted without inhibiting the activity of the soil microorganisms and 
without influencing the measurement of oxygen consumption or cartxjn dioxide evolution, and the fact that they 
have been carried out shall be clearly stated in the test report. 

When a constant level of BOD or carbon dioxide evolution is attained (plateau phase reached) and no further 
biodegradation is expected, the test is considered to be completed. The test period should not exceed six 
months. If the test is run for longer, check periodically for possible leaks. 

At the end of the test, remove the flasks and weigh them to check for any decrease in the water content of the 
test soil. Optionally, the residual test material may be extracted from the soil with a suitable solvent (if this is 
possible) and weighed. 

9 Calculation and expression of results 

9.1 Calculation 

9.1 .1 Percentage biodegradation from oxygen consumption values 

Read the oxygen consumption value for each flask, using the method given by the manufacturer for the type ot 
respirometer concerned. Calculate the specific biochemical oxygen demand (BOD5) of the test material using 
Equation (1): 

^^^^ ^ BOD^-BODb* ^^j 

Pt 

wrtiere 

BODs is the specific BOD, in milligrams per gram of test material; 

BODt is the BOD of the flask Ft containing test material at time t, in milligrams per kilogram of test soil, 
calculated by dividing the measured oxygen consumption, in milligrams, by the amount of test soil, 
in kilograms; 

BODst is the BOD of the t)lank Fb at time t, in milligrams per kilogram of test soil; 

px is the concentration of the test material in the reaction mixture of flask Ft, in milligrams per kik)gram 
of test soil. 

Calculate the percentage biodegradation Dt as the ratio of the specific bkxrfiemical oxygen demand to the 
theoretical oxygen demand fThOD, in milligrams per gram of test material), using Equatk)n (2): 

' ThOD 
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Calculate in the same way ttie BOD and percentage biodegradation of the reference material Fc and, if 
Included, the abiotic degradation check Fs and the inhibition check F|. For calculation of the ThOD, 
see Annex A. 

9.1 .2 Percentage biodegradation from carbon dioxide evolved 

9.1 .2.1 Theoretical amount of cartx>n dioxide evolved by test material 

The theoretical amount of carbon dioxide evolved by the test material ThCOa is given, in milligrams, by 
Equation (3): 

44 
ThCOa = m X wc X — (3) 

where 

m is the mass of test material, in milligrams, introduced into the test system; 

wc is the carljon content of the test material, determined from the chemical formula or from 

elemental analysis, expressed as a mass fraction; 

44 and 12 are the molecular and atomic masses of carlxjn dioxide and cartran, respectively. 

Calculate in the same way the theoretical amount of carbon dioxide evolved by the reference material and by 
the mixture of test and reference material in flask F|. 

9.1 .2.2 Percentage biodegradation 

Calculate the percentage biodegradation Dt for each test flask Ft from the amount of carbon dioxide evolved 
during each measurement interval using Equation (4): 

ThCOa 

where 

53 "It is the amount of carbon dioxide, in milligrams, evolved in the test flask Fy between the start of the 
test and time t; 

53 "^ is the amount of carbon dioxide, in milligrams, evolved in the blank flask Fb between the start of 
the test and time t\ 

ThCOz is the theoretical amount of cartxin dioxide, in milligrams, evolved by the test material. 

Calculate in the same way the percentage t)iodegradation of the reference material in the soil activity check 
flask Fc- 

9^ Expression and interpretation of results 

Compile a tatile of Vne BOD values or amounts of carison dbxide measured and the percentage biodegradation 
values for each point in time when measurements were made. For each flask, plot a curve of BOD or cartx)n 
dioxkJe evolved as a function of time and a curve of percentage biodegradation as a function of time. If 
comparable results are obtained for the duplicate flasks, tfie mean curve may be plotted. 

The maximum level of biodegradatkxi determined as ^e mean value of the plateau phase of the biodegradation 
curve characterizes the.degree of biodegradation of the test material. 
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The wettability and shape of the test material may influence the result obtained, and hence the test procedure 
may be limited to comparing plastic materials of similar chemical structure. 

Information on the toxicity of the test material may be useful in the interpretation of test results showing a low 
biodegradability. 

10 Validity of results 

The test is considered valid if 

a) the degree of biodegradation of the reference material Is more than 60 % at the plateau phase or at the end 
of the test; 

and 

b) the BOD values of, or amounts of cartx)n dioxide evolved from, the two blanks Fb are within 20 % of the 
mean at the plateau phase or at the end of the test. 

If these criteria are not fulfilled, repeat the test using another pre-conditioned or pre-exposed soil. 

1 1 Test report 

The test report shall contain at least the following information: 

a) a reference to this International Standard; 

b) all information necessary to identify the test and reference materials, including name, chemical composition 
and formula (if known), ThOD, ThC02 (including the method of calculation), shape, form, 
amount/concentration in the samples tested, and content of additives (if known); 

c) complete information on the soil, including source, date of collection, characteristics, amount used in the 
test, storage conditions, handling and details of any pre-exposure; 

d) the main test conditions, including the amount of test material used, the incubation temperature and the 
duration of incubation; 

e) the analytical techniques used, including the principle of the respirometer and the method used to measure 
the amount of carbon dioxide evolved; 

f) all other operations carried out, including any addition of water to the test mixture during the test, and the 
results of analyses of the test mixture, including the water content, at the end of the test; 

g) all the test results obtained for the test arKJ reference materials (in tabular and graphical form), including the 
measured cumulative BOD or evolved cart)on dioxide, the percentage biodegradation values and the curves 
of these parameters against time; 

h) the duration of the lag phase and degradation phase, the maximum level of degradation, as welt as the total 
test duration; 

and, optionally, if run or determined: 

i) the residual amount of test material or the percentage biodegradation calculated from the residual amount 
of test material; 

j) the colony-fomiing units (cfu/g) in the soil; 

k) any other relevant data (e.g. initial molecular mass of the sample, molecular nnass of the reskJual polymer). 
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Annex A 

(informative) 

Principle of a manometric respirometer 



The respirometer is set up In a temperature-controlled environment (e.g. a water-bath) and contains test 
vessels each fitted with a COg absorber in the headspace, a coulometric oxygen production unit, a manometer 
and an external monitoring device and recorder (printer, plotter or computer). The test vessels are filled to about 
one-third of their volume with the test mixture. If biodegradation takes place, the microorganisms consume 
oxygen and produce carbon dioxide which is totally absorbed. The total pressure in the vessels decreases. The 
pressure drop is detected by the manometer and used to initiate the electrolytic generation of oxygen. When the 
original pressure is re-established, electrolysis is stopped and the quantity of electricity used, which is 
proportional to the oxygen consumption, is continuously measured and used to indicate the oxygen 
consumption in mg/l BOD on the recorder. 




Key 
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test flask 
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test mixture 
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CO2 absort)er 
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Rgure A.1 — Schematic diagram of a manometric respirometer 
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Annex B 

(informative) 

Example of a system for measuring the amount of carbon dioxide evolved 



Set up the flasks in series as shown in Figure B.1 and connect them with gas-impermeable tubing. Aerate the 
test system with several ml/min of C02-free air at a constant low pressure. Count air bubbles or use a suitable 
air-flow controller (2) to check the air flow rate. Use synthetic C02-free air or compressed air. In the latter case, 
remove CO2 by passing the air through a bottle (3) containing dry soda lime or through at least two gas-washing 
bottles containing e.g. 500 ml of a 10mol/l aqueous potassium hydroxide solution. An additional flask 
containing e.g. 100 ml of 0,012 5 mol/l barium hydroxide solution and an empty flask can be used to indicate the 
presence of any CO2 in the air by turbidity and to prevent carry-over of liquid to the test flask. If necessary, a 
humidifier (4) may be inserted before the test flask (5) to humidify the air so as to avoid evaporation of moisture 
from the test soil. This can be done for example by bubbling the air through a constant-humidity solution such as 
a saturated aqueous solution of sodium phosphate. If biodegradation takes place, CO2 is produced in the test 
flask and absorbed in the subsequent absorber t)ottles (6) as described in Annex C. 

In order to maintain the test soil (flask 5) wet and the conditions aerobic, adjust the flow rate at the air inlet. 




Key 
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air-flow controller 
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CO2 absorber 
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C02-absorption kxjttles 



Figure B.1 — Schematic diagram of a system for measuring the amount of cartxm dioxide evoh^ed 
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Annex C 

(informative) 

Examples of methods for the determination of evolved carbon dioxide 



C.I CO2 determination by DIC measurement 

The cartwn dioxide evolved is absorbed in sodium hydroxide (NaOH) solution and determined as dissolved 
inorganic carbon (DIC) using e.g. a DOC analyser without incineration. 

Prepare a solution of 0,05 mol/l NaOH in deionized water. Measure the DIC of this solution and use this blank 
value when calculating the CO2 production. Connect in series with the test flask two absorber bottles each 
containing 100 ml of the NaOH solution. Close the outlet of the last bottle with a small syphon to prevent COg 
from the air from entering the NaOH solution. On the days of when the CO2 is determined, remove the absorber 
bottle next to the test flask and take a sample large enough for DIC measurement (e.g. 10 ml). Replace the 
bottle by the second and add a new one with freshly prepared NaOH solution. On the last day, after acidification 
of the test solution, measure the DIC in both bottles. 

Calculate the CO2 produced using Equation (C.I) 

where 

(COo)-,. is the mass of CO2 evolved, in milligrams; 

DICt is the measured DIC, in milligrams; 

DICb is the blank DIC measured for the NaOH solution, in milligrams; 

3,67 is the ratio of the molecular mass of CO2 (44) to the atomic mass of carlx>n (12); 

to is a correction factor to allow for the fact that 100 ml of NaOH solution was used. 

C.2 Titrimetric method using a barium hydroxide solution 

The CO2 produced reacts with the barium hydroxide [Ba(OH)2] and is precipitated as barium carbonate 
(BaCOs) [see reaction (C.2)]. The amount of CO2 evolved is determined by titrating the remaining Ba(0H)2 with 
hydrochloric acid (HCI) [see reaction (C.3)]. 

COz + Ba(OH)2 -> BaCOa + HzO (C.25 

Ba(OH)2 + 2HCI -> BaCb + 2H2O (G.3) 

Dissolve 4,0 g of Ba(OH)2-8H20 in deionized or distilled water and make up to 1 000 ml to obtain a 0,012 5 mol/I 
solution. It is recommended that a sufficient amount, e.g. 5 litres, be prepared at a time when running a series 
of tests. Filter free of solid material and determine the exact concentration t)y titration with a standard HCI 
solution. Use phenolphthalein as indicator or an automatic fitrator to determine the end-point. Store as a dear 
solution in a sealed flask to prevent absorption of CO2 from the air. 

Dilute 50 ml of a 1 mol/I HCI solution (36,5 g/l) to 1 000 mi with deionized or distilled water to obtain a 0,05 mol/I 
solution. 
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At the start of the test, dispense exactly 1 00 ml of Ba(OH)2 solution into each of three absorber txsttles. 
Depending on the character and amount of the test material, use modifications of the trapping volumes. 
Periodically remove the Ijottle nearest the test vessel for titration. This should take place as needed, e.g. when 
the first bottle is turbid and before any precipitation of BaCOa can be observed in the second bottle. At the 
beginning of the test, titration may be required every other day and then every fifth day when the plateau phase 
is reached. After removing the absorber bottle, immediately seal it with a plug to avoid CO2 entering from the air. 
Move the remaining two bottles one position closer to the test bottle and place at the end of the series a new 
tjottle filled with fresh Ba(0H)2 solution. Especially if longer test periods are used, determine the exact 
concentration of the solution. Handle all flasks containing test material, reference material, blank, inhibition 
control and inoculum control in exactly the same way. 

Immediately after removing the bottle, titrate two or three aliquot portions of the Ba(OH)2 solution with the HCI 
solution. Note the volumes of the HCI solution needed for neutralization. 



„,= f?^!iL^_l.,x^) xc,x22 (C.4) 



Calculate the mass of CO2 trapped in the absorber bottle using Equation {C.4): 

V Ca Vbz 

where 

m is the mass of CO2 trapped in the absorber bottle, in milligrams; 

ca is the exact concentration of the HCI solution, in moles per litre; 

Cb is the exact concentration of the Ba(OH)2 solution, In moles per litre; 

Vbo is the volume of the Ba(OH)2 solution at the beginning of the test, in millilitres; 

Vflf is the volume of the Ba(0H)2 solution at time t, before titration, in millilitres; 

Vbz is the volume of the aliquots of Ba(OH)2 solution used for titration, in millilitres; 

Fa is the volume of the HCI solution used for titration, in millilitres; 

22 is half the molecular mass of CO2. 

When the following conditions apply: 

— the volume of the Ba(OH)2 solution before and after absorption is exactly 100 mi; 

— the complete solution is used for the titration (Vbo = Vat = Vbz); 

— the concentration ce of the Ba(OH)2 solution is exactly 0,012 5 mol/l; 

— the concentration ca of the HCI solution is exactly 0,05 mol/l; 

use Equation (C.5): 

m = 1,1 X (50-Fa) (C-5) 
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Annex D 

(informative) 

Theoretical oxygen demand (ThOD) 



D.I Calculation of the ThOD 

The theoretical oxygen demand (ThOD) of a substance CcH/,Clc/N„SsPpNanaOo of relative molecular mass 
M, can be calculated, if the elemental composition Is known or can be determined by elemental analysis, using 
the equation 



ThOD 



16 [2c + 0,5(ft -d- 3n) 4- 3s + 2,5p + Q.Sna - o] 
M, 



This calculation assumes that carbon is converted to COg, hydrogen to HgO, phosphorus to P2O5, sulfur to an 
oxidation state of +6 and halogens eliminated as hydrogen halides. The oxidation of N, P and S has to be 
checked t^ analysis. The calculation also assumes that nitrogen is released as ammonium. 

Express the ThOD in milligrams per gram of substance or in milligrams per milligram of substance. 

D.2 Example: PolyO^-hydroxybutyric acid) (PHB) 

Summary formula^*: C4H6O2, c = 4, /i = 6, o = 2; relative molecular mass M, = 86. 
16[2 X 4 + 0,5 X 6-2] 



ThOD 



86 



ThOD = 1 ,674 4 mg/mg PHB = 1 674,4 mg/g PHB 



D.3 Example: Blend of polyethylene/starch/glycerol 



Component 


Formula 


ThOD 

mg/g 


Amount of c 

% 


omponent 

mg/flask 


ThOD 

mg/flask 


Polyethylene 


(C2H4)„ 


3400 


50 


500 


1 700 


Starch 


(CeHioOsJn 


1 190 


40 


400 


476 


Glycerol 


CaHgOa 


1 200 


10 


100 


120 


Total tjlend 






100 


1000 


2 296 



1) PHB is a polymer of the /3-hydroxytxJtyrate monofner. For polymerization (ester formation), water is removed, so that 
the summary formula for PHB is equivalent to that of the monomer minus one H2O, whrch is eliminated in the chemical 
reaction. 
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Annex E 

(informative) 

Example of a determination of tfie amount and the molecular mass of 
water-insoluble polymer remaining at the end of a biodegradation test 



It may be helpful to use a procedure for measuring the amount and the molecular mass of polymers remaining 
at the end of a biodegradation study. The following method or another appropriate one can be used to analyse 
water-insoluble polymers that dissolve in organic solvents which are not miscible with water. 

a) Transfer the test mixture to a separating funnel, add a suitatde organic solvent and shake for lOmin to 
20 min to extract the remaining polymers. Separate the organic solvent layer from the aqueous layer. Add 
fresh solvent and repeat the procedure. 

b) Combine the organic extracts and evaporate the solvent until dry. Dissolve the solid sample in an 
appropriate volume of a suitable eluate. 

c) Using a microsyringe, inject a suitatile amount into a high-performance liquid chromatography (HPLC) 
apparatus having a column packed with a size-exclusion chromatographic gel. Start the analysis and record 
the chromatogram. 

d) Determine the amount of polymer present using a calibration curve. 

e) Determine the molecular mass of the polymer by injecting into the chromatograph the same polymer, or 
polymers of structure similar to that of the test polymers whose molecular masses are known. The 
relationship between the retention time and the molecular mass is obtained from the resulting 
chromatogram. Calculate the molecular mass using this relationship. 

The absolute molecular mass of the test polymer can also be determined by HPLC with a combined low-angle 
laser-light scattering (LALLS) and differential refractive index (Rl) detector. 
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